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19th CardioVascular Summit: TCTAP 2014Relevant clinical history and physical exam:
61-year-old hypertensive male, under regular medical treatment, suffered from syn-
cope with vasovagal symptoms (nausea, vomiting, perspiration, relative hypotension)
at lunch, after playing golf and alcohol consumption. Physical examinations were
unremarkable at the emergency department except blood pressure of 99/74 mmHg.
Aortic CT scan identiﬁed spontaneous dissection of superior mesenteric artery (SMA).
His elder brother died from type-A aortic dissection at age 52 and he worked abroad
frequently. That was why we decided to perform endovascular treatment on him.
Relevant test results prior to catheterization:
Cr¼1.06, Cholesterol¼168, Triglyceride¼156, HDL-C¼42, LDL-C¼94 (mg/dL).
Aortic CT scan: isolated dissection of the superior mesenteric artery (SMA).
Relevant catheterization ﬁndings:
Coronary arteries were normal. Dissection of the SMA was noted. The tear located at
2 cm from the origin of SMA. All the divisions were opaciﬁed without apparent
thrombosis. The jejunal branches were supplied by the compressed true lumen, while
other branches were supplied by the false lumen (with reentry).
[Interventional Management]
Procedural step:
Right femoral arterial approach. The SMA was engaged with a 8F RESS guiding catheter
(renal curve, short standard, Boston Scientiﬁc). Each of the side branches and divisions
was probed to establish its relationship with the true or the false lumen. Most of these
branches were supplied by the false lumen, with two signiﬁcant lesions at their re-entry
points. One of the lesion was stented by a 7/12 mmRacer stent (Medtronic), and the other
was treated by balloon angioplasty (6mmWanda balloon of Boston Scientiﬁc). The Racer
stent was upsized by a 8mmWanda balloon over its proximal part. Proximal side branches
(jejunal branches) of the SMAwas supplied by the compressed true lumen. Fenestration of
the intimal ﬂap to connect proximal true with distal false lumen was performed success-
fully by a Provia-12 PTCA guidewire (Medtronic), supported by a Crusade microcatheter.
The puncture hole was dilated with 1.5 mm Sprinter balloon (Medtronic) and 3.0 mm and
6.0 mm Wanda balloons (Boston Scientiﬁc). A 8/57 mm Express LD stent (Boston Sci-
entiﬁc) was deployed from proximal SMA (with coverage of proximal tear) into distal
SMA (with overlapping with the Race stent). Proximal portion of the stent was dilated
further by a 10/40 mmWanda balloon (Boston Scientiﬁc) at 10 Bar. Complete sealing of
the dissection with brisk antegrade ﬂow into all but one of its divisions was achieved. The
hospital course was uneventful and he remained asymptomatic at 6-month’s follow-up.TCTAP C-206
Serial Angioscopic Evaluation of Paclitaxel-coated Nitinol Drug-eluting Stent
Implanted in the Superﬁcial Femoral Artery
Ryota Matsumoto, Osamu Iida
Kansai Rosai Hospital Cardiovascular Center, Japan
[Clinical Information]
Patient initials or identiﬁer number:
M.Y.
Relevant clinical history and physical exam:
Chief complaint
Claudication of rt.leg(Rutherford 3)
Present illness
She had been suffering from claudication of rt.leg, and bare metal stent (5.050mm,
Wallstent, Boston Scientiﬁc) was implanted in rt.superﬁcial femoral artery (SFA). She
suffered from claudication again, and aortic angiography showed in-stent restenosis (ISR).
Relevant test results prior to catheterization:
Ankle-Brachial Index (ABI)
rt. 0.71
Doppler Ultrasound(DUS)
rt. SFA ﬂow pattern 1
rt. PA ﬂow pattern 4
Relevant catheterization ﬁndings:
Aortic angiography showed in-stent restenosis (ISR).
[Interventional Management]
Procedural step:
Treatment for SFA ISR
The right superﬁcial femoral artery revascularization was performed via the left
common femoral artery (CFA). A 6Fr, 55cm sheath (ANSEL, Cook) was inserted
from left CFA to right SFA. After the 0.014 inch guide wire (Aguru support, Boston
Scientiﬁc) crossed the in-stent restenosis (ISR) lesion, a 5.0mm100mm balloon
(RX-Genity, KANEKA) was used to dilate the ISR lesion and two paclitaxel-coated
nitinol drug-eluting stent (6.0mm200mm, Zilver PTX, Cook) was subsequently
deployed. Successful revascularization was conﬁrmed by ﬁnal aortography.
36 days after ZilverPTX implantation, acute onset rest pain was recurred. From the time
cause of symptom onset, thrombotic occlusion was strongly suspected. The initial
aortography revealed the complete occlusion at the stented site. Therefore, thrombectomy
was initially performed with the aspiration catheter (Eliminate, Terumo) and urokinase
(480,000unit) was injected continuously for 2 days with additional balloon angioplasty.
The aortography after thrombolysis therapy showed revasculization of the stent site.
Follow up study
Angioscopy evaluation 6 month after Zilver PTX implantation showed three types of
morphology; Large thrombus, vascular intima, and bare stent-strut.
Twelve month after Zilver PTX implantation, large thrombus was disappeared, but
visible struts with red thrombus adhesion were observed.JACC Vol 63/12/Suppl S j April 22–25, 2014 j TCTAP Abstracts/CASCase Summary:
Late-stent thrombosis (LST) happened 36 days after Zilver PTX implantation because
of interrupting DAPT due to hematoma.
We could recanalize the LST lesion by aspiration and trombolysis.
Angioscopy evaluation 6 months after Zilver PTX implantation showed three types of
morphology; large thrombus, vascular intima, and bare stent-strut.
Twelve months after Zilver PTX implantation, large thrombus was disappeared, but
visible struts with red thrombus adhesion were observed.
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RendezvousTechnique inRecanalizingChronicTotalOcclusion of SubclavianArtery
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National Taiwan University Hospital, Taiwan
[Clinical Information]
Patient initials or identiﬁer number:
C.H. TSAI
Relevant clinical history and physical exam:
72-year-old man
DM, hypertension, hyperlipidemia, smoker
Discordance of blood pressure between two arms for many years(30-40 mmHg)
Dizziness during postural change in recent 3-4 months
[Interventional Management]
Procedural step
1. Put 7Fr JR4 from right femoral artery to the proximal end of left subclavian
artery. Put 6 Fr JR4 from left radial artery back to the distal end of left
subclavian artery.
2. Try antegrade wiring using Conquest Pro 12 and Excelsior microcatheter but fail.
Try antegrade wiring with Cook Approach CTO 18 and Excelsior but still fail.
3. Retrograde wiring using Cook Approach CTO 18 and Excelsior successfully
to aorta then switch to Sion wire.
4. Balloon angioplasty with Maverick 2.0 x 20 mm and Sapphire II 3.0 x 20 mm
subsequently.
5. Rendezvous technique in the antegrade guiding catheter and pass another Sion
wire to distal left subclavian artery.
6. Switch to Cook 0.035 shuttle sheath and 300 cm Terumo wire.
7. Deploy Assurant Cobalt 7 x 30 mm to left subclavian artery.Case Summary:
Rendezvous technique can also be applied in a peripheral chronic total occlusion
In this case, we perform rendezvous in antegrade guiding catheter in order not to
extend the length of false lumen
TCTAP C-208
Invasive Physiological Assessment During Endovascular Therapy in the
Superﬁcial Femoral Artery
Kojiro Miki
Hyogo College of Medicine, Japan
[Clinical Information]
Patient initials or identiﬁer number:
ID:0000465632
Relevant clinical history and physical exam:
In September 2013, intermittent claudication of his left lower limb was appeared. The
pulse of the left femoral artery was palpable. However, the pulse below the leftE/Peripheral Vascular Intervention (Non-carotid, Non-neurovascular) S193
